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safety lancet

urgiLance™ Instructions for Use

safety lancet
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_I Clean test site with isopropyl alcohol 2 Place red end of safety lancet on the

and air dry. Remove protective cap test site.
from safety lancet.

)

3 Push the safety lancet down against 1 Once used, simply discard lancet into a

test site to activate lancet mechanism. sharps container.
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